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The influence of scattering and diffraction on the performance of sound intensity probes has been
examined using a boundary element model of an axisymmetric two-microphone probe with the
microphones in the usual face-to-face arrangement. On the basis of calculations for a variety of
sound field conditions and probe geometries it is concluded that the optimum length of the spacer
between the microphones is about one microphone diameter; with this geometry the effect of
diffraction and the finite difference error almost counterbalance each other up to about an octave
above the frequency limit determined by the finite difference approximation. This seems to be valid
under virtually any sound field condition that could be of practical importance in sound power
determination. The upper frequency limit corresponds to about 10 kHz for an intensity probe with
1
2-in. microphones, which means that it should be possible to cover most of the audible frequency
range, say, from 50 Hz to 10 kHz, with a single probe configuration. The numerical results have
been confirmed by a series of experiments. © 1998 Acoustical Society of America.
@S0001-4966~98!04202-7#
PACS numbers: 43.58.Fm, 43.50.Yw, 43.38.Kb @SLE#
INTRODUCTION
All sound intensity probes in commercial production to-
day are based on the ‘‘two-microphone’’ principle which
employs two closely spaced pressure microphones.1 One of
the fundamental limitations of this measurement principle is
due to the approximation of the particle velocity by a differ-
ence of pressures at two closely spaced points. This finite
difference approximation obviously imposes an upper fre-
quency limit. The interference of the microphones on the
sound field also imposes an upper frequency limit. One of
the results of the many investigations in the late 1970s and
early 1980s was that the ‘‘face-to-face’’ arrangement is ad-
vantageous in this respect.2,3 In this configuration the micro-
phones are mounted against each other with a solid plug, a
‘‘spacer,’’ between the sensing parts, which means that the
bulk of the probe in effect is a cylindrical body.
In the past decade research in this field has concentrated
on problems at low and medium frequencies, and the most
significant improvement of the instrumentation has been the
development of microphones with reduced production toler-
ances of the phase characteristics and very low vent
sensitivity.4 The purpose of this paper is to examine whether
the performance of intensity probes could be improved at
high frequencies.
I. HIGH-FREQUENCY LIMITATIONS
A. The finite difference approximation
Although the finite difference approximation error in
principle depends on the sound field,5–7 practice has shown
that the influence of the error on measurement of sound
power can be conservatively predicted from the expression
for intensity estimation in a plane wave with a direction that
coincides with the axis of the probe,1
Iˆr5Ir
sin kDr
kDr , ~1!
where Iˆr is the estimate of the true intensity component Ir , k
is the wave number, and Dr is the microphone separation
distance. This expression, which is shown in Fig. 1, implies
that the condition
kDr,1.15 ~2!
ensures that the error is less than 1 dB, corresponding to an
upper frequency limit of about 5 kHz if the separation dis-
tance is 12 mm, which has usually been regarded as the
minimum distance to give acceptably small diffraction errors
with standard 12-in. condenser microphones. This combina-
tion is very common. One can, of course, use smaller micro-
phones separated by a correspondingly shorter distance; with
1
4-in. microphones separated by a 6-mm spacer, for example,
the upper frequency limit will be about 10 kHz, which is
more acceptable. Unfortunately the influence of several other
measurement errors, of which the most well known and most
serious is phase mismatch, is inversely proportional to the
length of the spacer.5,8–10 This means that an intensity probe
with smaller microphones separated by a shorter distance
will have a higher lower limiting frequency. To this can be
added that, quite apart from the influence of the separation
distance, 14-in. microphones are considerably more noisy
than 12-in. microphones, they are difficult to use because of
their low capacitance, and they are not commercially avail-
able in pairs as well matched as 12-in. microphones are.
a!Present address: U.P.M., E.U.I.T. de Telecomunicacio´n, Department of
Audiovisual Engineering and Communications, Ctr de Valencia km 7, E-
28031 Madrid, Spain.
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Another way of overcoming the relatively low upper
frequency limit of the sound intensity technique might be to
‘‘correct’’ the finite difference error by multiplying with a
factor of kDr/sin kDr, as suggested by Balant et al.11 How-
ever, this cannot be recommended in the general case; it
tends to lead to overestimation because the intensity vector
will usually not be perpendicular to the measurement surface
used in sound power determination.
One can also extend the frequency range by combining
measurements with a probe with 12-in. microphones separated
by a relatively long spacer with measurements with 14-in. mi-
crophones and a 6-mm spacer—but that is not an attractive
solution.
B. Scattering and diffraction effects
The foregoing considerations seem to be based on the
assumption that the intensity probe actually measures the
sound pressure at two discrete positions as it would be in the
absence of the probe. However, because of the interference
of the probe on the sound field, that is the case only at low
frequencies.
Scattering and diffraction effects have been examined
experimentally by many workers in the area.2,3,12–17 All these
investigations have been restricted to examining the perfor-
mance of intensity probes of various configurations in the
simplest of all sound fields, a plane progressive wave,
though; and in most cases only axial incidence has been
considered. A general conclusion is that the face-to-face con-
figuration with a solid spacer between the microphones is
advantageous. With the microphones arranged in this con-
figuration the phase difference between the two microphone
signals increases nearly linearly with the frequency over a
wider frequency range than with the same configuration
without the spacer or with any other configuration, in par-
ticular for nonaxial incidence of the plane wave. It has also
been observed that a long cylindrical probe ~which cannot be
used in practice! performs better than a similar short probe in
this respect.16
One of the characteristics of the face-to-face arrange-
ment with a spacer between the microphones is that there is
a small cavity in front of the diaphragm of each microphone.
This cavity is connected to the outside via the slots of the
microphone grid. The experimental results published in Refs.
15 and 16 imply that diffraction effects due to the cylinder in
combination with the resonance of the cavities give rise to a
pressure increase on both diaphragms that amounts to about
5 dB at 10 kHz for a probe with 12-in. microphones subjected
to a plane wave of axial incidence. Watkinson and Fahy
suggest that this increase could be used to compensate for
the finite difference error.15
Diffraction experiments are rather difficult to perform;
they tend to be disturbed by the influence of supporting de-
vices, imperfections of the anechoic room, etc. Therefore,
numerical models would seem to have some advantages in
studying the performance of various probe configurations.
However, only one single numerical investigation of the be-
havior of sound intensity probes has been found in the
literature.18 Also here the analysis was restricted to plane
waves of axial incidence. Unfortunately, the face-to-face ar-
rangement with a spacer between the microphones, which
seems to be superior according to the experimental data pre-
sented in Refs. 2, 3, and 14–16, was not examined in this
investigation.
It must be concluded that diffraction effects have been
studied systematically only in very simple sound fields, and
that existing sound intensity probes have not been optimized
for high-frequency performance.
II. A BOUNDARY ELEMENT MODEL
The boundary element method based on the Helmholtz
integral equation is particularly suited for solving scattering
and diffraction problems.19,20 Such a model has been imple-
mented for various axisymmetric probe configurations, two
of which are shown in Fig. 2. Details of the model of inten-
sity probes have been given elsewhere;21 here it suffices to
say that each pressure signal is calculated as a weighted av-
erage of the pressure on the diaphragm, the weighting func-
tion being due to the shape of the dominating first membrane
mode and the finite size of the backplate behind the
diaphragm.22 The model is idealized in three respects: ~i!
nonaxisymmetric parts of the probe are ignored, ~ii! a para-
bolic mode shape of the diaphragm is assumed, and ~iii! the
finite acoustic impedance of the diaphragm is not taken into
FIG. 1. Finite difference approximation error in plane wave of axial inci-
dence for different spacer lengths; ———, 5 mm; ---, 8.5 mm; ••• , 12 mm;
– – –, 20 mm; ––, 50 mm.
FIG. 2. Intensity probe geometries. ~a! Long probe, ~b! short probe.
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account. The two last mentioned simplifications are certainly
reasonable in the frequency range of concern here, well be-
low the resonance frequency of the diaphragm.22 The first
one, which leads to a significant reduction of the required
computer memory and calculation time, is perhaps also rea-
sonable since the diffraction behavior of existing probes with
1
2-in. microphones can be expected to be dominated by the
bulk of the microphones and the spacer.
All results presented in the following have been calcu-
lated for 12-in. microphones, that is, for a cylinder with a
diameter of 12.7 mm. There is a gap of 1.1 mm between the
diaphragm and the solid spacer. The diameter of the dia-
phragm is 9 mm, and the diameter of the backplate is 7.2
mm. Two geometries are investigated here, a ‘‘long probe’’
of which each ‘‘microphone’’ is a 31.8-mm-long cylinder
with a hemispherical end, and a ‘‘short probe,’’ the micro-
phones of which are 12 mm long and have flat ends. ~Vari-
ous other geometries have also been examined.! The geom-
etry of the short probe is actually modeled after a probe in
commercial production, Bru¨el & Kjær’s type 3548 with 4181
microphones. Note that ‘‘length of spacer’’ includes one gap
~i.e., half a gap at both ends!, so the physical length of a
‘‘12-mm spacer’’ is 10.9 mm. The calculations have been
carried out at the one-third octave center frequencies from
250 Hz to 12.5 kHz. Evidently, reducing all dimensions of
the probe by a factor of 2 corresponds to doubling the fre-
quency.
A. Numerical results; single position
Figure 3 shows the indicated sound intensity normalized
with the true intensity, calculated for the short probe with
five different spacers in a plane wave of axial incidence. The
intensity has been determined from the two ~complex! pres-
sure signals as sensed by the probe, pˆ1 and pˆ2 , as follows:
Iˆr5
Im$ pˆ1 pˆ2*%
2rckDr , ~3!
where r is the density of air. At high frequencies the perfor-
mance of the probe is essentially the result of the combined
effect of the finite difference error shown in Fig. 1 and the
pressure increase mentioned above, and it is apparent that the
two effects very nearly counterbalance each other up to 10
kHz with the 12-mm spacer, as anticipated by Watkinson
and Fahy.15 A shorter spacer leads to overestimation, and
with a long spacer the upper frequency limit is determined
by the sinc-function, Eq. ~1!. Results obtained with the long
probe are quite similar. It is interesting that a probe with 12-in.
microphones separated by a 12-mm spacer performs better at
high frequencies than a probe with 14-in. microphones sepa-
rated by a 12-mm spacer; this follows from the fact that the
compensating pressure increase is shifted upwards by an oc-
tave in the latter case.
Figure 4 shows the errors for nonaxial incidence, calcu-
lated for the three different combinations of probe shapes
FIG. 3. Error of short probe with half-inch microphones in a plane wave of
axial incidence. Length of spacer: ———, 5 mm; ---, 8.5 mm; ••• 12 mm;
– – –, 20 mm; ––, 50 mm.
FIG. 4. Errors of intensity probes with 12-in. microphones. ~a! Short probe,
12-mm spacer, ~b! long probe, 12-mm spacer, ~c! short probe, 8.5-mm
spacer. Angle of incidence: ———, 0°; ---, 20°; ••• , 40°; – –, 60°; ––,
80°.
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and spacer lengths. The figure demonstrates that the errors
increase with the angle of incidence if the length of the
spacer is optimized for axial incidence; they are much larger
if the plane wave propagates in a direction almost perpen-
dicular to the probe. With a shorter spacer the influence of
the angle of incidence is increased. It can also be seen that
the sharp edges of the short probe have an unfavorable in-
fluence for nonaxial incidence; the longer probe with
rounded ends is clearly superior. Note that the short probe
overestimates the intensity slightly at low frequencies irre-
spective of the angle of incidence, in agreement with the
experimental observation that the ‘‘effective separation dis-
tance’’ is slightly larger than the actual distance.16
Finally Fig. 5 demonstrates that the errors vary with the
position of the probe in a standing wave field. It is interesting
and rather surprising that, irrespective of the standing wave
ratio, the effect of diffraction is the same both at pressure
maxima and minima as in a plane progressive wave, whereas
diffraction has a more serious influence and increases with
the standing wave ratio at positions midway between these
positions. ~See the Appendix.! It is also apparent that the
longer the probe, the less the error.
The influence of the gap in front of each microphone
diaphragm has also been examined; the gap has very little
influence.
B. Numerical results; sound power determination
The most important application of sound intensity mea-
surements is the determination of sound power, which in-
volves integrating the normal component of the intensity
over a surface that encloses the source under test. To exam-
ine the influence of scattering and diffraction on sound
power determination, such measurements have been simu-
lated by summing over the indicated intensity at a number of
positions on a surface that encloses a monopole source in
free field, with or without another monopole source outside
the surface. The surface is a cube of 13131 m, and the
normal component of the intensity is calculated at 36 points
on each face of the surface. The calculations have been made
for the short probe with 12-in. microphones and various spac-
ers as described in the foregoing, but also for a similar probe
with 14-in. microphones. ~The latter is no longer a mere scal-
ing, because the measurement surface is fixed.!
In Fig. 6 are shown the results of such a simulated sound
power measurement without an extraneous source. As can be
seen the errors are more or less as one would expect from
Fig. 3, that is, in spite of the finite difference error the per-
formance of a probe with 12-in. microphones and a 12-mm
spacer is nearly perfect up to 12.5 kHz, whereas the sound
power is overestimated with a shorter spacer. With a probe
with 14-in. microphones and a 12-mm spacer the finite differ-
ence error dominates below 12.5 kHz; therefore the sound
power is underestimated.
Figure 7 shows the results of similar ‘‘measurements’’
in the presence of background noise from an uncorrelated
monopole source. ‘‘Uncorrelated’’ implies that the calcu-
lated sound intensity component due to the disturbing source
at each position has been added to the calculated sound in-
tensity component due to the primary source. ~If both
sources were included in one boundary element calculation
the result would correspond to completely correlated
sources, which generate an interference field.! In the results
presented in Fig. 7~a! and ~b! the extraneous source is 2 m
from the center of one of the faces of the cube, and its sound
FIG. 5. Errors of intensity probes with half-inch microphones and a 12-mm
spacer in an axial standing wave field with a standing wave ratio of 24 dB.
~a! Short probe, ~b! long probe. Phase angle between the two interfering
plane waves: ———, 290°; ---, 260°; ••• , 230°; – –, 0°; ––, 30°;
— – — –, 60°; ––, 90°.
FIG. 6. Calculated error in sound power determination with the short probe
in the absence of extraneous noise. ———, 12-in. microphones, 8.5-mm
spacer; ---, 12-in. microphones, 12-mm spacer; ••• ,
1
4-in. microphones,
6-mm spacer; – –, 14-in. microphones, 12-mm spacer.
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power outputs are, respectively, 10 and 20 dB larger than the
sound power of the source under test. It is apparent that the
intensity probe with 12-in. microphones and a 12-mm spacer
is able to suppress noise from an extraneous source only up
to a certain level at high frequencies, the reason being that
the surface integral of the intensity associated with the dis-
turbing source differs from zero because of diffraction ef-
fects. On the other hand, Fig. 7~c! demonstrates that the abil-
ity of suppressing disturbing noise depends on the position of
the extraneous source. In this case the source is in a plane
that bisects the cubic measurement surface diagonally, 2 m
from the nearest edge, and although its sound power output
is again 20 dB larger than the sound power of the source
under test, the performance of the various combinations of
probes and spacers is almost unaffected by the strong dis-
turbing sound field. The influence of the position of the ex-
traneous source on the performance of a probe with 12-in.
microphones and an 8.5-mm spacer is particularly strong, in
agreement with the observation that this configuration is
more seriously affected by the angle of incidence of a plane
wave.
III. DISCUSSION
The numerical results presented in the foregoing lead to
the conclusion that the optimum length of the spacer is about
12 mm for a sound intensity probe with 12-in. microphones in
the face-to-face configuration, and that such a probe per-
forms tolerably well up to 10 kHz under a variety of sound
field conditions. In other words, it covers just about the en-
tire frequency range where sound power measurement is rel-
evant. This is rather surprising in view of the fact that inten-
sity probes that comply with this description have been on
the market for about 15 years.23 If one consults Fahy’s
monograph on sound intensity and its measurement one cer-
tainly gets the impression that the upper frequency range of
such a probe is 5 kHz in accordance with the inequality ~2!.1
According to a well-known manufacturer of sound intensity
probes, their probes should be used up to 5 kHz with a
12-mm spacer,24 and up to 6.3 kHz with an 8.5-mm spacer.25
Moreover, an IEC standard on instruments for the measure-
ment of sound intensity actually requires that the sound in-
tensity response of the probe in a plane progressive wave of
axial incidence shall follow the sinc-function @Eq. ~1!# within
a certain tolerance.26
The most probable explanation of the remarkable fact
that no one has discovered that the probe performs very well
at much higher frequencies than 5 kHz is that Bru¨el &
Kjær’s sound intensity microphones of type 4181, which are
rather dominating in this area, are overdamped, so-called free
field microphones, that is, microphones designed to have a
flat response in a plane wave of 0° incidence. Since, surpris-
ingly, the free field responses of two microphones in the
face-to-face arrangement with a solid spacer between them
differ little from the free field response of one microphone,
as pointed out by Fahy and Elliott,3 this means that the pres-
sure response of a probe with 12-in. microphones of type
B&K 4181 in a plane wave of axial incidence is essentially
flat up to 10 kHz; the intensity response, however, is not. The
resulting underestimation may well have been confounded
with finite difference errors. Clearly, ‘‘pressure’’ micro-
phones rather than ‘‘free field’’ microphones should be used,
as also pointed out by Fahy and Elliott.3 However, whereas
one cannot in the general case compensate for the finite dif-
ference approximation error, it is unproblematic to compen-
sate for a frequency-dependent pressure response.
FIG. 7. Calculated error in sound power determination with the short probe
in the presence of background noise from an uncorrelated source. ~a! Extra-
neous source 10 dB stronger than the source under test, placed 2 m from one
of the faces of the cubic measurement surface; ~b! extraneous source 20 dB
stronger than the source under test, placed 2 m from one of the faces of the
cubic measurement surface; ~c! extraneous source 20 dB stronger than the
source under test, placed diagonally 2 m from an edge of the cubic mea-
surement surface. ———, 12-in. microphones, 8.5-mm spacer; ---,
1
2-in. mi-
crophones, 12-mm spacer; ••• , 14-in. microphones, 6-mm spacer; – –,
1
4-in.
microphones, 12-mm spacer.
957 957J. Acoust. Soc. Am., Vol. 103, No. 2, February 1998 Jacobsen et al.: Sound intensity probes
Downloaded 28 Jun 2010 to 192.38.67.112. Redistribution subject to ASA license or copyright; see http://asadl.org/journals/doc/ASALIB-home/info/terms.jsp
Both the IEC standard on sound intensity instruments26
and the corresponding American ANSI standard27 require a
flat pressure response of the probe in a plane progressive
wave of axial incidence ~within a certain tolerance!. How-
ever, a probe with 12-in. microphones of the ‘‘pressure field’’
type does not have a flat pressure response above 5 kHz.16,21
It seems reasonable to optimize the high-frequency perfor-
mance of sound intensity probes with respect to the intensity
response rather than the pressure response, the more so since
the pressure response at high frequencies depends strongly
on the angle of incidence whereas it seems to be possible to
obtain an intensity response that is essentially flat.
Although the resonances of the cavities compensate very
well for the finite difference error in some cases, the com-
pensation is not perfect, cf. Figs. 4 and 5. It is apparent that
fairly large errors can occur, also below the frequency that
has hitherto been believed to be the upper frequency limit of
this configuration, when the angle between the axis of the
probe and the direction of the ~true! intensity is nearly 90°.
In fact, other numerical experiments, not presented here,
have shown that arbitrarily large errors can occur under suf-
ficiently extreme sound field conditions, also well below 5
kHz. However, this is unlikely to be a serious problem in
sound power determination, because the component of the
intensity in the direction of the probe is very small under
such circumstances, which means that it does not contribute
very much to the surface integral. This conclusion is sup-
ported by the simulated sound power measurements pre-
sented in Figs. 6 and 7: although errors occur in measure-
ment of sound intensity at certain angles of incidence, they
tend to be averaged out in sound power determination. In
fact, it is easy to show that a plane wave generated by a
distant extraneous source in free field would not in any way
disturb sound power determination obtained by integrating
the normal component of the intensity over a rectangular
surface ~in theory!, irrespective of the relative strengths of
the sources and irrespective of how much the sound field is
disturbed by the presence of the intensity probe, provided
that the probe is axisymmetric and symmetric about the
spacer. ~In practice the measurement accuracy would dete-
riorate because of spatial sampling errors if the extraneous
sound field were sufficiently strong.!
For the same reason the shape of the intensity probe is
probably not as important in sound power determination as
Figs. 4 and 5 would seem to indicate. Although it is clear
that the sharp edges of the short probe are unfavorable, it can
be useful that the probe can be placed very near a vibrating
surface, which means that it cannot be very long. A probe
slightly longer than the ‘‘short’’ probe and with rounded
ends would probably be the best compromise.
IV. EXPERIMENTAL RESULTS
The most important conclusion to be drawn from the
numerical results presented in the foregoing is that the opti-
mum length of the spacer between the two microphones of
an intensity probe is about one microphone diameter; with
this configuration the useful frequency range of the probe is
extended by about an octave above the limit determined by
the finite difference error. In particular, a probe with 12-in.
microphones separated by a 12-mm spacer should be able to
cover the frequency range up to 10 kHz in sound power
determination with insignificant errors under any realistic
sound field condition.
To test this conclusion a series of experiments has been
carried out: the sound power of a loudspeaker driven with
pink noise, B&K 4205, was determined under a variety of
acoustic conditions. The source was placed on the floor, and
the radiated sound power was estimated by scanning manu-
ally with an intensity probe over the five faces of a cubic
surface of 13131 m.
A frequency analyzer of type B&K 3550 was used in
combination with an intensity probe of type B&K 3548, ei-
ther with 12-in. microphones of type B&K 4181 or with 14-in.
microphones of type B&K 4178. Since these microphones
are so-called free-field microphones it is necessary to com-
pensate for the drop of the pressure sensitivity at high fre-
quencies. Figure 8 shows the pressure response of the two
sets of microphones, determined with an electrostatic actua-
tor. All the results presented in the following have been cor-
rected with the corresponding actuator response. ~In the fre-
quency range well below the resonance frequency of the
microphones the radiation impedance is much smaller than
the acoustic impedance of the diaphragm, which means that
the actuator response is proportional to the pressure re-
sponse.!
The first series of measurements were carried out in a
large (240 m3) reverberant room with a reverberation time of
about 4 s under three conditions: ~i! without extraneous
noise, ~ii! with strong diffuse background noise from a dis-
tant source ~Airap A14 from E´ lectricite´ de France!, and ~iii!
with strong nondiffuse and diffuse background noise from
the same source placed about 2.5 m from the surface. In the
last mentioned case the partial sound power of the nearest
1-m2 segment was negative in the entire frequency range.
The measurements with 14-in. microphones were carried
out with a 6-mm spacer and with a 12-mm spacer. The
former measurement, which can be expected to be reliable at
high frequencies, served as the reference in the frequency
range from 4–10 kHz. The measurements with 12-in. micro-
phones were carried out with an 8.5-mm spacer, a 12-mm
spacer, and a 50-mm spacer. In order to reduce the effect of
transducer phase mismatch as far as possible, all measure-
FIG. 8. Electrostatic actuator response of microphones of intensity probe.
———, B&K type 4178; ---, B&K type 4181.
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ments were repeated with the two microphones inter-
changed.28
The results of the sound power measurements are pre-
sented in Fig. 9; Fig. 10, which shows the corresponding
values of the pressure-intensity index, gives an impression of
the acoustic conditions. It can be seen from Fig. 9 that prac-
tically all measurements are in agreement from 63 Hz to 1.25
kHz. However, without compensation for phase mismatch
significant errors occurred with the 14-in. microphones in
most of the frequency range. From 1.6 kHz and upwards the
combination of 12-in. microphones and the 50-mm spacer un-
derestimates, but it is worth noting that the error is less than
predicted by the idealized expression for an axial plane wave
~Fig. 1!, and that the size of the error depends on the sound
field conditions, which leads to the conclusion that one can-
not compensate for the finite difference error. The combina-
tion of 14-in. microphones and a 12-mm spacer leads to un-
derestimation from 5 kHz and upwards, more or less as
expected. The measurements with 12-in. microphones and the
12-mm spacer are in fair agreement with the reference mea-
surements, confirming the predicted advantage of this com-
bination. The behavior of the combination of 12-in. micro-
phones and the 8.5-mm spacer is more complicated. As can
be seen, it overestimates slightly under mild measurement
conditions, but underestimates under more difficult condi-
tions. It seems as if the ability to suppress extraneous noise
at high frequencies deteriorates if the spacer is significantly
shorter than the diameter of the microphones, in agreement
with the numerical results ~cf. Fig. 7!.
Figure 11 summarizes the high-frequency performance
of the sound intensity probe with the most favorable geom-
etry, a probe with 12-in. microphones and a 12-mm spacer, in
sound power determination under the three acoustic condi-
tions described above. Clearly the probe performs quite well
even at 8 and 10 kHz.
Many other sound power measurements have been car-
ried out, with similar results. It should finally be mentioned
that no difference has been found between the performance
of the B&K 3548 probe and the newer, smoother, more ro-
bust version of the probe with an improved brace, UA
1250.25 Likewise, plastic cones mounted on the B&K 3548
FIG. 9. Sound power of source in a reverberation room, measured with
different combinations of microphones and spacers. ~a! No extraneous noise,
~b! strong diffuse background noise from an extraneous source, ~c! strong
diffuse and nondiffuse noise from an extraneous source. ———, 12-in. mi-
crophones, 8.5-mm spacer; ---, 12-in. microphones, 12-mm spacer; ••• ,
1
2-in.
microphones, 50-mm spacer; – –, 14-in. microphones, 6-mm spacer; ––,
1
4-in. microphones, 12-mm spacer.
FIG. 10. Pressure-intensity index. ———, 14-in. microphones, 6-mm spacer,
no extraneous noise; ---, 12-in. microphones, 12-mm spacer, no extraneous
noise; ••• , 14-in. microphones, 6-mm spacer, diffuse noise; – –,
1
2-in. micro-
phones, 12-mm spacer, diffuse noise; ––, 14-in. microphones, 6-mm
spacer, nondiffuse and diffuse noise; — -- —, 12-in. microphones, 12-mm
spacer, nondiffuse and diffuse noise.
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probe so as to taper the 12-in. microphones smoothly had no
appreciable influence in sound power determination.
V. CONCLUSIONS
A numerical and experimental study of the performance
of sound intensity probes with the microphones in the usual
face-to-face arrangement has demonstrated that the optimum
length of the spacer between the microphones is about one
microphone diameter. With this geometry, diffraction effects
tend to compensate for the finite difference approximation
error inherent in the measurement principle, which means
that the operational frequency range of the probe is signifi-
cantly larger than hitherto believed.
A practical consequence is that a sound intensity probe
with 12-in. microphones separated by a 12-mm spacer can
cover the frequency range up to 10 kHz.
APPENDIX: DIFFRACTION EFFECTS IN A PLANE
STANDING WAVE FIELD
Let pˆ1 and pˆ2 be the pressures as sensed by the micro-
phones of a sound intensity probe in a plane progressive
wave of axial incidence. If the intensity probe is symmetric
about the spacer, it follows from the principle of superposi-
tion that the corresponding pressures are
pˆ1
i 5 pˆ11Rpˆ2 , ~A1a!
pˆ2
i 5 pˆ21Rpˆ1 , ~A1b!
in the interference field composed by the plane wave and
another plane wave propagating in the opposite direction,
where the latter wave is modified in amplitude and phase by
the complex factor R . Therefore the indicated intensity in the
standing wave field is
Iˆr
i 5
Im$ pˆ1
i ~ pˆ2
i !*%
2rckDr
5
Im$~ pˆ11Rpˆ2!~ pˆ2*1R* pˆ1*!%
2rckDr
5
Im$ pˆ1 pˆ2*1uRu2 pˆ1* pˆ2%
2rckDr 1
u pˆ2u22u pˆ1u2
4rckDr 2uRusin u
5Iˆr~12uRu2!22Jˆ ruRusin u , ~A2!
where Iˆr is the indicated intensity ~subject to diffraction! in
the plane progressive wave, Jˆ r is the corresponding indicated
reactive intensity ~which in this case is the result of
diffraction—there is no reactive part in a plane wave!,29 and
u is the phase angle of R . ~The phase angle u corresponds to
the distance between the position of the probe and a position
where the pressure assumes a maximum or a minimum
value.! Since the true intensity in the standing wave field is
Ir
i 5Ir~12uRu2!, ~A3!
where Ir is the true intensity in the plane progressive wave, it
can be seen that, surprisingly, the relative diffraction error is
the same as in the plane wave in the standing wave at posi-
tions where the pressure assumes maximum and minimum
values.
Equation ~A2! is also valid at the position halfway be-
tween two interfering monopole sources in free space; Eq.
~A3!, however, is not.
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